Real-time three-dimensional TEE-guided repair of a paravalvular leak after mitral valve replacement.
Paravalvular leaks are well-known complications seen following cardiac valve surgery. We report a case in which real-time three-dimensional TEE (3D-TEE) was utilized intraoperatively to identify the number, severity, and precise locations of a paravalvular leak at the time of surgery for mitral valve replacement.